5th IRMF GAMMA-RAY CALIBRATION INTERCOMPARISON


Participant  _______________         
 Lab. Ref : __________________


Instrument type:
E.P.D.
 Serial No.       _________________

[image: image1.wmf]Comments:  _______________________________________________ 
 Reference point:   ____________________________________                       

      ______________________________________________________ 
 
 Orientation:          _____________________________________
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† Distance from detector reference to source reference





 Date:  __________________ 


@ Target increment to be chosen by participant (Suggested increment > 200µSv,<1mSvh-1)

Instrument reading – BG, µSv Hp(10)






Response Factor = -----------------------------------------------------


Test conducted ON/OFF phantom: 

__________________

True dose above BG, µSv

OFF phantom corrections used (if applicable)
137Cs:______________ 60Co :  _____________ 241Am: ______________

Details of  Phantom (if applicable), material & dimensions   ________________________________________________________________________


Quantity in which results would normally be reported
________________________________________________________________________

Conversion coefficient from Air Kerma to normal reporting quantity.       137Cs:______________ 60Co :  _____________ 241Am: ______________







Signature:__________________________________________

� EMBED Equation.3  ���
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